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Fischer Galvanic and Contractile Currents Generator 


Producing Fifteen Useful Low Voltage and Waved Currents 


Fe & 


Use in Intestinal Sts—pads are arcanged 
fon abdomen and. back 


Use in Nerve Injuries—pads are arranged 


A Fischer Galvanic and Contractile Currents 
Generator in your office will render a valuable 
Jouble service, first—for diagnosis and second 
for treatment. In the way of diagnosis, the 
machine serve: 


ch useful purposes as testing the 


reaction of degeneration of nerves and muscles, 
distinguishing between various forms of paralysis, 
tween feigned and real disease. When us- 

the machine for treatment is considered, for 
hoth galvanic and sinusoidal currents, a long list 
of indications have to be mentioned. Note the 


partial list given on the inside pages of this folder 


ed and Highly Endorsed by 
Many Physicians 

vanic and Contractile Cur- 
rents Generator, for the two purposes mentioned 
Galvanic machines 
both in 


The use of a 


is, of course, not wholly new 
have been in use for more than 30 yea 
this country and in Europe. The galvanic current 
Was in fact the first known useful electro-medical 
current. Scientifically timed and. proportioned 
waves, however, are of recent development. 
Why a Galvanic and Contractile 
Currents Generator 
The number of physicians today using galvanic 
and contractile currents generators is very large 
Many report that results are quite successful 


That is why it is, in our judgment, fair to say 
that most every physician needs one of these 
units in his office. The list of ailments or con 
ditions where the use of such a unit is indicated 
is very large, including especially such condi 
of this 
folder. Many physicians find the use of a Fischer 


Galvanic and Contractile Currents Generator 


tions as are listed on the inside zi 


almost a daily essential in their practic 


A Generator with Definitely 
Superior Features 

As to the comparative value of this Fischer 
unit in its field, there is little question of its 
superiority. The generator is simple, compact 
curable, and remarkably easy to operate, It works 
equally well on the direct or the alternating cur 
rent. The wave current desired can be produced 
instantly by simply turning the two control 
switches to the proper symbols, There is noth 
ing to remove, nothing to add. A long life of 
service for the apparatus is assured. 

Special emphasis is laid on the fact that the g 
vanic current produced by this apparatus 
markably smooth and comparable to that from a 
battery source. It is absolutely without fluctua 
tions. The sine waves are produced with positive 
repetition, and at any speed, current volume, or 


nature of surge 


vwrv 


Note the 9 advantages and the exclusive structural features of the New Fischer Galvanic and 


Contractile Currents Generator shown on the inside pages of this folder. 


and long service are built into this machin: 


est quality 


Te ia also backed by the well-known Fischer 


GUARANTEE of satisfaction in service. 








Treatment of 
HEMORRHOIDS 


amenortbona_ and. Sebinveluin 


Backed by FISCHER Reputation and the FISCHER Guarantee of Service 










Fischer Galvanic and Contractile Currents Generator 


Produces Low Voltage and Wave Currents. The Simple Setting 
of the Two Control Switches Gives You the Current You Desire 





e-1 Some Uses of 


Voltage Currents 














‘ou Get These ADVANTAGES 














Over 26 Years of Leadership 






H. G FISCHER & COMPANY 


q INOIS 
2323-2345 WALANSIA AVENUE = CHICAGO, ILL 
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Prices and Terms 



































The Fischer 


Galvanic and Contractile Currents 


Generator 
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ISCMER & Go. 


SENERAL OFFICE 2323-2345 WABANSIA AVE 


CABLE A 


Cmtc.auG @ rise 


1940. 





"SURGICAL 
MEDICAL’ 





GENERAL OFFICE 2323-2345 WABANSIA AVE 
CABLE ADDRESS 


Ceacaco 47, Inu. FiscHeRco 
TELEPHONE 
ARMITAGE 0321 
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MANUFACTURERS OF 


X-RAY & ELECTRO- 
SURGICAL - MEDICAL 
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RETURN POSTAGE GUARANTEED 
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EXPLANATION OF NUMBERS 


1. Milliampere Meter 7. Main Switch 

2. Volt Meter 8. Current Selector A 
3. Meter Switch 9. Current Selector B 
4, Vernier Volume Control 10. Pole Changing Switch 
5. Main Volume Control 11, Patient’s Outlets 

6. Surges Per Minute 





5% 





DESCRIPTION OF MECHANISM 


1 — Oscillating Tube (Cat, No. 4430). 

2 — Oscillating Tube (Cat. No. 4430). 

2— Rectifier Tube (Cat, No. 4429). 

4 —This wheel drives No. 5. When necessary, clean with 
gasoline. Do not use grease or driving compounds. 

5 —This wheel drives collector rings and commutator 
brush holders. When necessary, clean same as 








h controls the sine wave currents. 
controls the dwell waves (1/4). 

%—This brush controls rest period (2/3). 

9 —This brush controls the galvanic surge. 





10 — Commutator brush — connects to collector rings 
6 and 8. 

11 — Commutator brush for dwell surge. Connects to col- 
lector ring No. 7. 

12 —Commutator brush for galvanic surge. Connects to 
collector ring No. 9 

13 — Remove Deena put in 1 tablespoon Med, Grade 
low pourtest oil every three months. 

14 — Oil Hole. 

15 — Oil Hole in Frame immediately bel ind support. 





n Frame immediately behind support. 


16 — Oil Hole 
17 — Oil Hole. 











Cong: ine 
orning the Usos of Low-Voltage urrents 
te 








a : ts 

apparent pormanenc: an (negative galvanism) are its sinplicity, safety, and 

ae na Seed OF Sune It is a procedure reouiriny neither anosthesia 

auo to = eto obli There are no unfavorable scquolace..Permanoncy of cure Be 

most mare iteration of tho entire vein from its point of origin to its 
st dependent portion...ilo special preoperative or post operative troatment ta 

required for this procedure." j 


Je Ce Webby li, De (British Mod if " ri 
5 3 Node Joures arch, 1921)eexe"Thore is no danger of 
erbolisme” (By negative calvanism) 





EERE) Kovacs (J) (Avche Pe Tes Octe 1934)eee"Mecholyl ionization has been 
‘ound & usher palliative troatm in rhounatoid arthrijis where other motheds 
of physical thorapy dirocted to the relicf of tho local condition failode” 








CHRONIC HIDOCERVICITIS 





Polyclinic 
Jeee"fhis con 





ovacss 1. De (Clinical Frofessor and Dir. of Ps Tes TI 
ects @ llosp. = Author of "Blectrotherapy and Light Therapy 
dition is notoriously resistant to topical applications and irrigations and 
offers an effoctive field for the electrosurgical destruction of the diseased 
rland bearing areaseeTho simplest and mildest form of eleotrosurmorys suitablo 
for almost any senoral practitionor's office is olectroechemical destruction by 


copper ionization.” 




















De We Tovey, I. D. (Gynccologist at Ne Ye Polyclinic “Sche & Hospes Neve 
State Jour. of » 50 15, 1930) on “Copper Ionization in the Troatment of 
Gervicitis" roportsesee"Tho résult is a lessening of tho discharge; in a wook or 
ton days it has disappeared, tho cervix shrinks and after 3 or 4 treatments it 
appears normal. The infection, erosion, Nabothian cysts and discharge have dis- 
appearcd.s Large Pected cervices that in the past required amputation shrink 


to normle" 













STRICTURE OF THE URETHRA 


(Grological and Cutaneous Reviews 42—240=1938 )eseadvocates 
thod (necative galvanism) for the dissolution of scar tis~ 
reports vory satisfactory results in organic or definitely 





‘attonding otolaryngologist» 
» attendin; otolaryngolosis® 

Thera oe Diseases of *h 
it of zinc ionk 
‘tions Professor Leduc 






— 7" 


confirmed the V°"s of Friel, who holds that zine ions Cone Hate 


electric current alos the ions penetrate to any depth Tequirea 























albunen and the 


A. Rs Friel, ifs D+ (Troatmont of Chronic Otorrhea by Zin0 tonsrets on 

345, Auge 14s 1920)..."Tho coagulation of tho albumen of celis, whothiee sige a 
tissue cells or bacterin, involves their death. Thus the S*idation is sterilized 
The coagulum that is formed is moreover a sterile barrier between the tissues and 
the exteriors Rest is afforded to the tiesues whieh FAPidly prowess tommua 
structural integrity and functional efficiencye” 


; ACUTE RETHTEIS 





Ae Re Hollondors l.D. - Maurice He Cottle, Ms Deoee "In acute or subacute rhinitis, 
Thomotz advocatos galvanicm...The troatmont produces S0¢ative ang shrinking ac- 
tion while tho doep germicidal effect of antiseptic positive ions cataphorically 
penetrate into the tissues. There is no doubt that this Rethod of treatment has 
many advantages. We have used it succossfully a number of tines after other mea= 
sures had proven unsatisfactorye" 





ELECTRO-DIAGNOS IS 


Frederick %. Morse, Me De (ExePres.s of tho American Electro-Therapeutic Asstn « 
author of "Galvanism and Sine Current Technique") eee"Blectrodiagnosis, when caro= 
fully made, comparing the impaired part (arm or leg) with the healthy part on the 
opposite side, provides not only a definite suide for electrical application but 
for prognosis as well. During a series of treatments this can be periodically 
referred to and progress toward recovory definitely calculated. Paralyzed and 

_ Somisparalyzed nerves will often respond to a galvanic current interruption." 


? COSMETIC EFFECTS OF GALVANISM 


7 
Frederick He Morsay lie Deevee" Physicians using galvanism have s valuable means 
Yor the romoval of guperfluous (facial) hairs, warts, moles, portewine naevus, 
itettoo marks and tho like...Wegative galvanism is the ideal method, Cicatricial 
~ tissue can be relieved if not entirely obliterated by needle electrolysis and 
ofton by fonizathie 


NEURITIS AND NEURALGLA 
ener ee 


de P. Cawddias, 0 UD.» F.R.C.P sician to Ste John Clinic and Inst. of 
Physe tlede in London, Nges (The Bri ae of Phys. Medes ecto er Papers 
o#6)eetIn nouritis with painful reactions, and particularly in what wo call neu- 
‘walgia, lonothorapy “a prominont Pagees and thus icttophoresig should be ee 
mora widely than 4 prosont. The offoctive ions in such casos ure aco 


in ions." 















COLLE'S FRACTURE 
Frederick He Hors® i. D...."the dor ing Collets 7; 

————we eicsr eformit: following 8 fracture usuall 
calls Tor passive ©xercises and forcible Ti cutee of the part to prevents 
fixed adhesionse The avoraro patient will not do this himself nor allow it to be 
done by others to mke it effective. To pet around this difficulty and accomplish 
the desired results apply a unidirectional celvanic surging currente,sseit will 
Prove offootiveessA pationt will usually tolorate this "chanical manipulation 
better than tho manual,” 


THERAPEUTICS Tm CHIROPODY 







Alvah Me Stafford, % De» NeY.C., author of "Handbook of Physiotherapy" written 
especially for chiropodists, sayse4Morton's Neuralgia, in which there are well 
defined reflex symptoms as a result of mechanical pressure, especially in those 
of neurotic temperament, is frequently benefited by the use of positive galvanisme 
Acute neuritis, especially that localizod, as in plantar ncuritis, at times re- 
quires positive galvanismes.The fibrositic changes in chronic neuritis call for 
the softening action of negative galvanism. Chronic Bursitis..»eoffers a field 
for negative galvanic ionization of iodine...The softening action of the cathode 
combined with the alterative effect of the iodine upon the superficial fibrosity 
is bound to result in its absorption. Pornio (chilblain and frostbite) and Trench 
foot where the vessels are fibrosods, aro well treated with negative galvanisme 














TREATMEL 





F PARALYS TS 


Re Kovacs, Me D.(In "Electrotherapy and Light Therapy").s.."It has been established 
by both clinical and experimental evidence that the slow sinusoidal current fur- 
nished a stimulus of long duration and slowly surging quality. Smooth muscles and 
skeletal muscles im the stage of flaccid pvaralysis respond to such.a stimulus while 
they cannot be rtlgutatod by the normal quick forms of électrical stimulation. 


"The slow sinusoidal current is, therefore, tho main standby in the treatment of 
paralysis with tho involvement of tho lowor motor neurons such as poripheral nerve 
injuries and infantile paralysis, in the stage when the @ is no voluntary power of 
contraction and no response to the faradic type of stim . For exercising 
weak muscles without organic nerve involvement this curre! not so pleasantly 
tolerated and not 80 effective as the surging currents of more rapid frequency. 






B SCIATIC NEURITIS i: 












ectrotherapy and Light Therapy")ese"In chronic cases of 
characteristic symptoms aro dull aching and paresthesia ine 
sharp pain in acute form and possi also atrophy and 
cles. Those symptoms aro tho result of a true fibrositis, 
in the nerve and adhesions and pre in its sheathee. 
idal applied with either the longitu method or with 
nt technique will exercise muscles sist in breaking 


Re Kovacs, Me De ( 


Solatic nouritis 4 
gtoad of the con 
vnoss of tho 10 











the individual 0% 
un adhesions 


INSOMNIA 


and, XM D i worry, 
Charles be trol * Deese'Generally due to mental 3 Whi, 
perves “towing venous blood to gravitate MOF® cr eas eae ben 
abdome 


sSplanchid using 9 8 i: 
inal veins Slight splanchic hyperemia with Pesultan 

anemiae 5! very Nice results in such cases have been obtained, Wee 
imposed wave ourrent) ." with super= 


ITIC IONS 
GHERAPSUTIC APFLICATIONS OF THE SINUSOIDAL CURRENTS 1 gimopopy 


Alvah Me Staffords Ue D., in "A Handbook of Physiotherapy" -- "oe, fon shalt 
Toot == § im vhose attitudes of deformity that the slow sinuseidal current 
Ys ospocially indicated in the practice of chiropodye In incipient eeckeeere 
the musoles of the log and foot which have bocome relaxed and tirod from ovorsuse 
and faulty attitudes are refroshod by tho vibratory impulso of tho rapid or ine 
torrupted rapid Sinusoidal curront." 


CONSERVATIVE METHOD OF TREATMENT OF TRIGEMINAL NEURALGIA 


Benjamin Ulansky, \§. De, Philas, Pas (Ame Congress PhyS. Ts, N.YsCs, 9-11-36) eee 
imtractable Character of tic douloureaux and the great number of therapeutic 
measures devised for its relief, few of which have surv-ved any prolonged use, 
qustify the earnest consideration of any additional measures that may be proposed 
from time to time for its amolioratione For the past ten yoars wo have beon using 
a certain formof clectricity (rapid sinusoidal) for the relief of pain in various 
nerve affections. Favorable results obtained in sciatica and other forms of neue 
ritis and neuralgia have sugzested its application also for trigeminal neuralgia 
of both major and.minor formse Sixty-five cases have been treated with only nine 
Pailures...the majority wore referred by the Nourological and Surgical Departments 


of the Jefferson Hospital (Philadelphia, Pas)".s 


Ge Betton Massoys UM. D. (Fellow and Former Prese Amorican Bloctrotherapeutic Assn) 
therapeutic Ase) | 


rick He Morsc, Mf. D. (Fellow and Former Pres. Ame Bloctrothera F 
Wavo Currents in Physical Therapy 


in their book "Galvanic Currents and Low-Voltage : 
3 nderful help in 


S8yeee"The Wave Ctrre-: Principle-., is cing recognized as a won eer 
Physical therape » and tho prime object of the sine current is %o enhanc 
value of the different electric currents with which we have beon familisre 
4 . r= 
: ¢ ‘SPASMODEC 
oF SeaernLAL TUBE (srastonmg) 

7 oe 







